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SUBJECT/TITLE: CUSTODIAL EQUIPMENT 

 

POLICY: All custodial equipment will have an electrical safety test annually. 

 

PURPOSE:  

 

PROCEDURE: 

 

The electrical safety will be conducted with a leakage current meter with a leakage 

not greater than 500 microamps.  A visual test will be made of all cords and caps. 
 

DEPARTMENTS: 

 

FACILITIES 

DEFINITIONS:  
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